An obstructed airway: cuff herniation during nasotracheal anaesthesia for a bimaxillary osteotomy.
A case of airway obstruction resulting from lumen occlusion by an inflated endotracheal tube cuff is reported. The possible causes and remedies for this unusual complication are discussed.